The most common cause of femoral stem failure after cemented total hip arthroplasty is aseptic loosening. Laboratory studies of postmortem specimens and finite element analysis revealed that loosening of the femoral stem is initiated by debonding at the cement-prosthesis interface. Therefore, it was postulated that enhancements in the cement-stem bond and a decrease in stress at the cement-stem interface by precoating and roughening the proximal stem may contribute to the long-term survival of the cemented femoral component. However, the clinical results of precoated femoral stem have been reported diversely. One such example is Harris Precoat femoral stem (Zimmer, Warsaw, IN, USA) with good medium-term results by few investigators,[@B1] but high failure rates are reported in some studies.[@B2]

Clohisy and Harris[@B3] reported in their study of 100 hips with precoat stem that only one hip had C1 cement mantle which was revised due to aseptic loosening after a mean follow-up of 10 years. Ito et al.[@B1] demonstrated excellent results with 127 Precoat Plus (Zimmer) and CDH Precoat stems (Zimmer) with none showing any loosening at a mean follow-up of 11 years and of which 45 hips had C2 cement mantle.

In a study by Dowd et al.,[@B4] there were 23 stem failures of 154 Harris Precoat stems (Zimmer) during 4 to 11 years with C2 cement mantle in 17 of 51 failed femoral stems. Sylvain et al.[@B2] reported an average failure of 10 (12%) Centralign stems (Zimmer) at 35.8 months\' follow-up and the mode of failure was debonding at the cement-prosthesis interface in all 10 stems. However, the researchers found no statistical difference in the cement grades between the failure group and the non-failure group.

The purpose of this study was to report the long-term outcome of precoated femoral stem and to investigate the factors contributing to survivorship.

METHODS
=======

On a retrospective basis, we reviewed 136 primary hybrid total hip arthroplasties performed in 121 patients (mean age, 58.6 years; range, 22 to 86 years) between October 1990 and December 1995 by a single senior surgeon. Thirty-nine patients died, but they did not require any additional operation during the follow-up period. Seventeen patients were lost to follow-up; 5 of the patients that died were older than 70 years at the time of their primary surgery. Two patients underwent revision for postoperative infection and hence were excluded from the study. Therefore, collectively 76 cases of 63 patients were available for clinical and radiological reviews until the most recent follow-up.

The mean age of the available group was 46.8 years (range, 22 to 77 years) with a mean follow-up of 15.5 years (range, 14 to 19.5 years). Male to female ratio was 44:19 (54 and 22 hips). All hips were implanted with precoated stems (Harris Precoat Plus in 33 cases and Centralign in 43 cases). The acetabular components in these 76 hips comprised of 70 Harris-Galante Prosthesis (HGP) acetabular cups (58 patients; Zimmer) and 6 cementless CLS Spotorno expansion cups (5 patients, Zimmer). The diagnosis of the patients at the time of surgery was osteonecrosis of femoral head in 46 patients (58 cases), degenerative osteoarthritis in 8 patients (8 cases), developmental hip dysplasia in 3 patients (4 cases), rheumatoid arthritis in 3 patients (3 cases), Legg-Calve-Perthes disease sequelae in 2 patients (2 cases) and post-septic hip sequelae in one patient (1 case).

A single surgeon operated on all of the hips by use of a postero-lateral incision. Acetabular bed preparation was done with 0-2 mm concentric under-reaming. HGP acetabular cups (HGP I and HGP II) were implanted using 1-3 screws and expansion cups were implanted without screw. In 69 cases, 28 mm cobalt chrome alloy metal heads were used, and 22 mm metal heads were used in 7 female cases with ultra-high molecular polyethylene liners. The surgeon employed a third generation cementing technique using Palacos cement mixed with a vacuum mixing system that was employed with cement inserted and pressurized using a cement gun. Stem centralizers were not used. Postoperative rehabilitation involved having patients stand from the second or third postoperative day and walk with crutch support for 3 to 4 weeks after the operation.

In our institution, all primary total hip arthroplasty patients are followed-up in the postoperative period at the following time points: 1 month, 3 months, 6 months, 12 months, and yearly thereafter. We evaluated the cementing technique in the follow-up radiographs in accordance with the system proposed by Barrack et al.[@B5] and modified by Mulroy et al.[@B6] Anteroposterior and translateral radiographs taken during the follow-up period were reviewed to analyze the stem failure by the mode of loosening, as delineated by Gruen et al.[@B7] A periprosthetic fracture or osteolysis around the stem were recorded as well. We defined radiographic loosening according to the criteria proposed by Harris et al.[@B8]

Statistical analysis was performed using the SPSS ver. 12 (SPSS Inc., Chicago, IL, USA). Pearson\'s chi-square test and Fisher\'s exact test were used for determining the association of patient variables (age and gender) with aseptic loosening of the femoral stem. In addition, the prevalence of aseptic loosening according to cement grade was evaluated. The Kaplan-Meier survivorship method was employed to evaluate the survival of the femoral stem with radiographic aseptic loosening as the endpoint for stem failure. In addition, acetabular component survival was assessed using the same method with a standard endpoint being isolated liner exchange due to severe wear and osteolysis or reoperation for any reason except infection.

RESULTS
=======

Femoral Components
------------------

Analysis of the postoperative radiographs taken after the initial surgical procedure in 76 hips showed 30 stems with cement grade A (39.5%), 16 stems with cement grade B (21.1%), 6 stems with cement grade C1 (7.9%) and 24 stems with cement grade C2 (31.6%) and no stem with cement grade D. Twenty-one of the 24 failed stems had C2 cement mantle in the postoperative radiograph ([Table 1](#T1){ref-type="table"}). We compared stems with cement grade A and B to those with cement grade C1 and C2.

Twenty-four femoral stems of 23 patients showed failure in the form of aseptic loosening as seen on radiographs (10 cases of Precoat Plus and 14 cases of Centralign). Twenty-three failed stems were revised at an average revision time of 8 years (range, 3 to 14.8 years) after initial surgery. The average revision time for Precoat Plus stem was 9.2 years (range, 4.3 to 14.8 years) and for Centralign stem was 7.3 years (range, 3 to 12.3 years). There was no statistical difference of stem loosening between Precoat Plus and Centralign stems (*p* = 0.13). There were 3 cases of periprosthetic fractures with severe osteolysis (1 case of Precoat Plus and 2 cases of Centralign). There was no hip that showed lysis around femoral stem in the remaining hips. The remaining 52 hips in the study showed no evidence of aseptic loosening of the femoral component or lysis around the stem. One failed stem was not revised.

Twenty-two of the 24 loosened stems demonstrated a course of failure in accordance with the Harris\' criteria with initial radiographic evidence of debonding at the cement-stem interface in zone 1 followed by radiographic loosening of the femoral stem with osteolysis around cement mantle ([Fig. 1](#F1){ref-type="fig"}). Two stems showed true cement-bone interface failure.

Acetabular Components
---------------------

Twenty-three acetabular reoperations were reported in this study. Twelve of these were isolated acetabular liner exchange due to severe wear and osteolysis. In the remaining 11 reoperations, 5 revisions were due to aseptic loosening (5 HGP cups), 4 were due to severe lysis or metallosis (4 HGP cups), one case of liner dissociation with acetabular cup was noted (1 HGP cup), and one case of revision was due to fracture of the metal shell of acetabular cup (1 expansion cup). The average duration for the revision of the acetabular components was 11.8 years (range, 6.5 to 19.1 years) and for isolated liner exchange was 11.3 years (range, 7.3 to 16.9 years).

There were two patients who underwent revision for both femoral and acetabular components, though the femoral components were well fixed at the time of acetabular reoperation.

Statistical Analyses
--------------------

No significant difference in the cement grades between Precoat Plus and Centralign femoral stems was found in our study (Fisher\'s exact test, *p* = 0.757). However, a significant association was found between cementing grade and aseptic loosening of the cemented femoral stem (Fisher\'s exact test, *p* \< 0.001).

The prevalence of stem loosening in the age under 49 years old were 34.8% (15 out of 43 cases), and that in the age over 50 years was 27.3% (9 out of 33 cases). Age was not found to be significantly associated with aseptic loosening of the stem (Fisher\'s exact test, *p* = 0.47), even though majority of the cases with aseptic loosening aged below 60 years at the time of surgery. However, there was a statistical association of gender with aseptic loosening of the cemented femoral stem (Pearson\'s chi-square test, *p* = 0.005). There were two stem loosening cases (9.1%) in female patients (22 cases in total), but 22 cases (40.7%) in male patients (54 cases in total). Stem loosening was more frequent in male patients.

Kaplan-Meier survivorship analysis of femoral stem using radiographic aseptic loosening as the endpoint for failure showed survival rate for Precoat Plus stem as 76.9% at 10 years (95% confidence interval \[CI\], 68.6 to 85.2) and 61.5% at 19 years (95% CI, 51.7 to 71.3). The mean survival of Precoat Plus stem was 15.8 years (95% CI, 13.7 to 18.0). Survival rate for Centralign stem was 76.2% at 10 years (95% CI, 69.6 to 82.8) and 64.3% at 19 years (95% CI, 56.9 to 71.7) ([Fig. 2](#F2){ref-type="fig"}). The mean survival of Centralign stem was 14.5 years (95% CI, 12.9 to 16.0). There was no statistical difference of survival between two stems (log rank test, *p* = 0.88).

The survival rate for combined Precoat Plus and Centralign femoral stems was 76.5% at 10 years (95% CI, 71.4 to 81.6) and 63.2% at 19 years (95% CI, 57.3 to 69.1). The mean survival time of two stems was 15.8 years (95% CI, 14.5 to 17.2).

The survival rate of HGP acetabular component using acetabular reoperation for any reason including isolated liner exchange was 91.5% at 10 years (95% CI, 88.2 to 94.8) and 56.7% at 19 years (95% CI, 45.2 to 68.2) ([Fig. 3](#F3){ref-type="fig"}). The mean survival time of acetabular component was 17.3 years (95% CI, 16.4 to 18.4).

DISCUSSION
==========

The concept of precoating was evolved from the fact that cement-metal interface is substantially weaker than the bulk cement itself and precoating the stem will result in increasing the strength of this weak interface. But controversy still exists on the optimal surface finish of the femoral stem in cemented total hip arthroplasty. We are still finding an answer to whether rough surfaces with precoated stem function better in terms of survival or in fact may contribute to the loosening of femoral stems. The purpose of this discussion is to address this issue.

Past several studies[@B1]-[@B4],[@B9]-[@B16] suggest excellent short- to mid-term survival rates of precoated stem ([Table 2](#T2){ref-type="table"}). In case of early loosening it becomes important to assess all the causes pertinent to failure because of the well-known fact that aseptic loosening is multi-factorial and includes cementing techniques, stem design, surface roughness, neck length, patient factors like age, gender, and activity level.

Ong et al.[@B14] used both uncoated and precoated stems with a second-generation cementing technique in the similar patient groups and reported a lower failure rate of 3.9% (10 in 256 stems) at a mean of 9.9 years in the uncoated stem (Harris Design II, Howmedica, East Rutherford, NJ, USA) and suggested the design and surface treatment of the femoral stem, including the increased surface roughness and precoating as an important element in causing failure. Another study reported approximately the same failure rate (4% failure) of Harris Design II stem at 20 to 25 years of follow-up.[@B17] Several clinical studies have shown an increased rate of aseptic loosening with proximally roughened cemented stems as compared to that of smooth surface stems with the same design.[@B18]

Harrias Design II stem bears the similar geometry as Precoat or Precoat Plus, but it is neither textured nor precoated, and it has a surface roughness of 33 micro-inch Ra. Ra, the most commonly used roughness parameters, is the arithmetic mean and represents the average of all peaks and valleys. Lower numbers indicate a smooth finish. Up to 30-40 micro-inch Ra of matte surface finishing can be classified as smooth surface[@B19] which is quite distinct from 80-87 micro-inch Ra of precoated stem.

Sylvain et al.[@B2] found in their study that small sized stems with inadequate length progress towards failure. Harrington et al.[@B20] observed stem size is an important factor in reducing the peak tensile strains, in the proximal cement mantle. In addition, Thien and Karrholm[@B21] noted that smallest sized hips are at a higher risk for requiring additional revision. Davey et al.[@B22] suggested that with the less femoral stem offset a higher muscular forces are required theoretically, which may lead to higher hip joint loads and stresses at the cement-stem and cement-bone interfaces and increased risk of loosening subsequently. In addition, Bourne et al.[@B23] observed a decrease in the bone cement pressure on moving to a small stem from a large stem and concluded that this decrease in bone cement pressure may in turn influence the fixation. In our series, smaller size stems were used since most of the patients were younger with a narrow femoral canal, as found with a type-A morphology, as described by Dorr et al.[@B24] Hence it can be assumed that small sized stems may prove to be one of the reasons for a high failure rate reported with the precoated femoral stem in our series.

Cannestra et al.[@B25] compared standard straight stem with cobra-shaped Iowa stem and it was suggested that stem geometry and shape are important with the curved stem showing greater tendency for malposition due to increased offset and this creates an inadequate cement mantle in Gruen zone 3 or 5. In addition, we observed inadequate cement mantle defect on anteroposterior radiographs in our series in both Precoat Plus and Centralign stems, as these are more curved (increased offset compared to their length of stem) which can be compared with Omnifit (Stryker, New Brunswick, NJ, USA) stems which showed better clinical results even with rough surface.

Mohler et al.[@B10] found a unique pattern of loosening in their study of Iowa stem, whereby the implant debonded from its cement mantle as manifested by enlarging radioluceny in Gruen zone 1 and hypothesized that the circular cross-section was less resistant; the authors concluded that this lead to the debonding of the stem-cement interface. A similar pattern of loosening in our series was witnessed in the Harris Precoated stem in the form of debonding in Gruen zone 1 developing several years after total hip arthroplasty followed by appearance of osteolysis a few years later, as an enlarging radiolucency between cement-stem interface in the area of thin cement mantle. Finally, lysis progressed enough to induce stem loosening or fracture of the cortical bone surrounding the stem ([Fig. 3](#F3){ref-type="fig"}). It can be suggested that radiographic evidence of debonding in the precoated femoral stem is an indication towards the beginning of an initial failure between cement-stem interface with subsequent high risk for failure of fixation especially in the femoral stem that had proximal macrotexturing.

The quality of the cement mantle is important for stem fixation. Kawate et al.[@B13] reported that loosening and lysis of Precoat stem occurred in thin cement mantle. However, several studies reported that there is no correlation between the radiographic grade of the cement mantle and the risk of failure of the Harris matte-finish and precoated femoral stems. Woolson and Haber[@B12] in their study of 6 years follow-up reported good results with a low failure rate in the presence of thin cement mantle. Although, experimental studies point to the fact that thin cement mantle is a contributory factor for failure of the femoral component or lysis. We agree strongly with the observations of Olofsson et al.[@B26] that the patients classified as having C2 cement grade had more subsidence than the patients who had other grades of cement mantle. Furthermore, it has been suggested that patients with C2 cement grade had stems that debond more easily from the mantle. In addition, we witnessed a C2 cement mantle in all except 3 cases of failed hips.

Ebramzadeh et al.[@B27] described errors in radiographic assessment for cementing grade. They indicated that even with strict adherence to radiographic techniques, radiographs may include some distortion due to rotation of the stem, or due to variations in the amount of the limb relative to the anteversion of the femoral neck. Hank et al.[@B28] stressed the importance of lateral radiographs in analysing cement mantle with a probability of underestimating thin and deficient cement mantles on plain AP films. Based on our experience, we found that measurement of the cement thickness was affected more in cases of a rectangular shaped Precoat Plus or Centralign femoral stem in general cross-sectional geometry than a round shaped even with little rotation. In our study, subtle change in hip rotation resulted in changes in the thickness of cement mantle in zones 9 and 13 on lateral view.

Precoat Plus and Centralign femoral stem are not anatomic stems and thus carry an intrinsic risk of a thin cement mantle, especially in Gruen zones 8 and 9 or zone 12 in absence of a centralizer. We observed C2 cement mantle occasionally in Gruen zone 2, 3, or 5 on antero-posterior radiographs and in zone 9 or 12 on lateral radiographs. The presence of a Centralign femoral stem did not reduce the thin cement mantle in the femoral canal, which was in contrast with other series.[@B21] Breusch et al.[@B29] also demonstrated that centralizers were efficient to prevent thin cement mantle in distal part but no effect proximally and Kawate et al.[@B30] reported ineffective design of the distal centralizer to be responsible for insufficient cement mantles.

There is some controversy about the influence of gender on stem loosening. Some studies reported that male gender is one of risk factors for the development of osteolysis, but others found no such association. In our study, stem loosening was approximately three times more frequent in male patients. Activity level plays a significant role in prosthesis survival. In addition, higher muscular forces in men and anatomic differences should be taken into consideration, as well as the influence of higher mean body mass index.

In the end, it can be concluded that Harris Precoat stem (Precoat Plus and Centralign) demonstrated early failure in presence of inadequate cement mantle in our study. All the failed stems that were found on radiology to be loose in our study definitely had a deficient cement mantle that led to debonding at the cement-stem interface and subsequent failure, even though the cement-bone interface was intact in all the failed cases. Few non-failed stems had C2 cement mantle (only 3 in 52), hence a statistical correlation was not possible between C2 cement grade and the non-failed stems in our study.

The main limitation in our study was the less number of available hips (76 of 136 cases, 55%) in the final follow-up, since almost 30% (39 patients, 40 hips) were not available for final follow-up due to deaths (mostly more than 65 years at the time of primary surgery), which is a common situation in this country in older patients; however, none of these underwent any reoperation of either the femoral or acetabular component in the available short- to medium-term follow-up and 17 patients (18 cases, 13%) were lost to follow-up.

Our results suggest that a well performed cementing technique can result in successful long-term survival of precoated femoral stem designs as evident in our study in which 38 of 51 hips (74.5%) having a good cement mantle (either grade A or grade B) showed no evidence of loosening or failure at 15 years mean follow-up. It can be said that precoated stem designs may be different from other cemented stems in terms of increased sensitivity to thin cement mantle mainly because of its geometry, which increases the strain at the cement mantle leading to eventual loosening. Finally, we should also consider the exact mechanism of failure of precoat stems as well as the contributing factors before coming to a conclusion.
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![Follow-up radiographic images of a 32-year-old male with osteonecrosis of femoral head. (A) Postoperative radiograph of C2 cement mantle in Gruen zone 3. (B) Radiograph at 3 years follow-up demonstrating debonding in Gruen zone 1. (C) Radiographs at 6.2 years follow-up showing definitive loosening and lysis around C2 cement mantle (Gruen zones 3, 5, and 12). On translateral view, debonding was seen in Gruen zone 10, and osteolysis in Gruen zone 12.](cios-5-110-g001){#F1}

![Kaplan-Meier survival rate for Precoat Plus and Centralign femoral stem was calculated using revision of the femoral stem for aseptic loosening as the endpoint. The survival rate at 19 years was 61.5% (95% confidence interval \[CI\], 51.7 to 71.3) in Precoat Plus stem and 64.3% (95% CI, 56.9 to 71.7) in Centralign stem.](cios-5-110-g002){#F2}

![Kaplan-Meier survival rate for HG acetabular component using reoperation for acetabular component for any reason as the endpoint, the survival rate was 91.5% (95% confidence interval \[CI\], 88.2 to 94.8) at 10 years and 56.7% (95% CI, 45.2 to 68.2) at 19 years.](cios-5-110-g003){#F3}
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